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PASS FAIL

On the BI label record the: 

• Sterilizer number.
• Load number.
• Processing date.

SporView® Biological Indicator For Monitoring VH2O2 Processes

SET UP 2
• Place one (1) BI and one (1) CI inside 
   a 3” x 8” or larger Tyvek® pouch.
• Place the sealed pouch inside the 
   sterilizer per the sterilizer manufac-
   turer’s IFU (typically, Tyvek side up 
   on the shelf closest to the rear of 
   the chamber).
• The pouch may be placed on top of 
   a wrapped instrument tray.

PREPARATION 3
• After the cycle, remove the pouch from 
   the sterilizer and observe the CI strip 
   and BI label for proper color change.
• Put on gloves and remove the BI from 
   the pouch.
• Place the BI upright in the BI crusher 
   and squeeze gently until the media 
   ampule has been crushed. Listen for 
   a “pop” sound.

POST PROCESSING 4
• Incubate between 55-60°C for 24 hours 
   (but not longer than 72 hours) checking 
   for spore growth at regular intervals 
   (e.g. 3, 5 and 8 hours).
• As a positive control, activate an 
   unprocessed BI from the same lot each 
   day the sterilizer is tested and in each 
   incubator used.
• A color change from purple to yellow 
   indicates spore growth.

INCUBATION

5 RECORD RESULTS Per ANSI/AAMI Standard ST58, a biological 
indicator should be used to monitor vapor-
ized hydrogen peroxide sterilization 
processes at least daily, preferably in every 
sterilization cycle and every load that 
contains an implant. The SporView VH2O2 
Biological Indicator is easy to use, cost 
effective and provides a 24 hour final 
negative readout.

® Tyvek is a registered trademark of E.I. DuPont de Nemours & Company.

® SporView is a registered trademark of SPSmedical Supply Corp.
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A complete system of chemical indicators, Tyvek® pouches and 
synthetic load record labels are also available. For more 
information contact your local Crosstex/SPSmedical distributor 
or email: info@spsmedical.com.

• Record results of Test and Control BIs.
• Discard all BIs according to the facility’s  
   procedure. Standards recommend 
   autoclaving positive BIs at 121°C 
   for 30 minutes prior to disposal.


