Accutron” ClearView" Adaptor #35360 for Matrx™ Scavenging System
INSTRUCTIONS FOR USE

Attaching the Adaptor
1.  Onthe Matrx™ Scavenging System, detach the scavenging nasal mask and the scavenging cone.
2. Retainthe two amber connectorsin the Matrx™ Tubes.

3. Attachthe Accutron Parts:
a) Thetwo short tubes onto Matrx™ Scavenging System amber connectors.
b) Thetwo double connectors into the small Matrx™ Tubes and large Accutron tubes

4. AttachaClearView™ Nasal Scavenging Mask onto the two double connectors.

Changing the Nasal Mask for a New Patient
1. Remove the used ClearView™ Nasal Mask and dispose.
2. Cleanthe scavenger tubing.

3. Choose anew scented ClearView™ Nasal Mask per:
a) Proper fit to the patient
b) The scent the patient prefers

4. Attachthe new ClearView™ Nasal Mask to the double connectors on the tubes.

CAUTION: THE CORRECT CONNECTION OF THE “Y” COUPLING IS VERY IMPORTANT TO THE
SYSTEM’S OPERATION—IMPROPER CONNECTION MAY CAUSE THE MASK TO COLLAPSE IN USE.
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